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Abstract: A critical parameter to assess the environmental status of water bodies is the transparency of
the water, as it is strongly affected by different water quality related components (such as the presence
of phytoplankton, organic matter and sediment concentrations). One parameter to assess the water
transparency is the diffuse attenuation coefficient. However, the number of subsurface irradiance
measurements obtained with conventional instrumentation is relatively low, due to instrument
costs and the logistic requirements to provide regular and autonomous observations. In recent
years, the citizen science concept has increased the number of environmental observations, both in
time and space. The recent technological advances in embedded systems and sensors also enable
volunteers (citizens) to create their own devices (known as Do-It-Yourself or DIY technologies).
In this paper, a DIY instrument to measure irradiance at different depths and automatically calculate
the diffuse attenuation Kd coefficient is presented. The instrument, named KdUINO, is based on
an encapsulated low-cost photonic sensor and Arduino (an open-hardware platform for the data
acquisition). The whole instrument has been successfully operated and the data validated comparing
the KdUINO measurements with the commercial instruments. Workshops have been organized with
high school students to validate its feasibility.
Keywords: Arduino; buoy; citizen science; do-it-yourself; KdUINO; light; low-cost sensor;
oceanography; diffuse attenuation coefficient
1. Introduction
Water transparency is a common indicator to assess the environmental status of water bodies as it
is strongly affected by different water quality components such as the concentration of phytoplankton
or dissolved organic and inorganic components [1,2].
One parameter to quantify water transparency is the diffuse attenuation coefficient (Kd), which
is estimated by measuring the decrease of downwelling irradiance with depth. About 90% of the
diffusely reflected light from the water column comes from a surface layer at a depth 1/Kd [1], making
Kd a key parameter to correctly interpret remote sensing data. From the operational point of view, Kd is
a very practical parameter to use as it is computed from relative changes of irradiances (see Figure 1),
and thus does not require the absolute radiometric calibration of sensors.
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shown that Kd may have a high spatial heterogeneity and complex temporal dynamics. This mostly 
occurs in those areas with intense human activity and where natural factors such as sediment 
resuspension driven by wind and waves or river input are important. As an increasing number of 
coastal ocean field experiments shift from the shelf break toward the coast, sampling schemes must 
be adjusted to account for the more dynamic and complex physical processes, shorter temporal and 
spatial decorrelation scales, and more productive and turbid nearshore waters [7]. In order to study 
these complex systems, a high number of measurements in time and space have to be taken. Remote 
sensing via satellite measurements is a powerful tool to achieve good spatial coverage, however, in 
costal zones, shallow waters and small lakes, satellite data cannot be used because of the pixel size or 
the low frequency of the measurements. As noted by [8], “conventional satellites have a revisit time 
of around two days for most regions, which is further reduced if the area is frequently cloudy”. The 
Geostationary Ocean Color Imager is the only geostationary satellite able to give 8 measurements a 
day but its range of view is reduced to the Korean Peninsula. Therefore, to compensate this lack of 
data, in situ irradiance measurements are the only way to obtain the necessary information. But the 
number of such measurements obtained regularly with conventional instrumentation is relatively 
sparse in time and space, due to instrument costs and logistic requirements. The Secchi Disk is a 
classical citizen science instrument that allows one to measure the Secchi depth from which Kd can be 
estimated, but the instrument produces low precision measurements, requires a strong human 
intervention (one trained person has to be present for each measurement) and only allows one to 
retrieve Kd using empirical approximations of the measurement area. Besides, the retrieval of Kd from 
the Secchi depth, even with approximations, is not well defined as demonstrated in [9]. 
In recent years, the promotion of volunteer monitoring programs, known as citizen science, has 
increased the number of environmental observations, both in time and space, and could be a potential 
solution to cover the gap of in-situ water quality observations. 
One of the first requirements for monitoring water quality with a citizen science-based approach 
is to have affordable instruments for the volunteer observers. In this sense, several examples based 
on the development of new low-cost technologies have recently appeared for different kinds of 
optical instruments related to water quality. For instance, a novel turbidity meter suitable for basic 
water quality monitoring, which detects turbidity with range and precision similar to expensive 
commercial instruments, is presented in [10] a cost effective in situ fluorometer is described in [11], 
or a signal processing chain to process the fluorescence spectra of marine organisms for taxonomic 
discrimination for low-cost instruments is introduced in [12]. However, none of these techniques are 
specifically designed to estimate Kd. 
Figure 1. Overview of the KdUINO’s design and computation of Kd as the slope of the linear regression
of the measurements.
Recent large-coverage-high-resolution observations in coastal areas [3] and lakes [4–6] have shown
that Kd may have a high spatial heterogeneity and complex temporal dynamics. This mostly occurs
in those areas with intense human activity and where natural factors such as sediment resuspension
driven by wind and waves or river input are important. As an increasing number of coastal ocean field
experiments shift from the shelf break toward the coast, sampling schemes must be adjusted to account
for the more dynamic and complex physical processes, shorter temporal and spatial decorrelation
scales, and more productive and turbid nearshore waters [7]. In order to study these complex systems,
a high number of measurements in time and space have to be taken. Remote sensing via satellite
measurements is a powerful tool to achieve good spatial coverage, however, in costal zones, shallow
waters an small lakes, satellite data cannot be used because of th pixel size or the low frequency
of the measurements. As noted by [8], “conventional satellites have a revisit time of around two
days for most regions, which is further reduced if the area is frequently cloudy”. The Geostationary
Ocean Color Imager is the only geostationary satellite able to give 8 measurements a day but its
range of view is red ced to the Korean Peninsula. Therefore, to comp nsate this lack of data, in situ
irradiance measurements are the only way to obtain the necessary information. But the number of
such measurements obtained regularly with conventional instrumentation is relatively sparse in time
and space, due to i strument costs a d logistic requirements. The Secchi Disk is a classical citizen
science instrum n that allows one to measure the Secchi depth from which Kd can be stimated, but
the instrument produces low precision measurements, requires a strong human intervention (one
trained person has to be present for each measurement) and only allows one to retrieve Kd using
empirical approximations of the measurement area. Besides, the retrieval of Kd from the Secchi depth,
even with approximations, is not well defined as demonstrated in [9].
In recent years, the promotion of volunteer monitoring programs, known as citizen science, has
increased the number of environmental observations, both in time and space, and could be a potential
solution to cover the gap f in-situ water quality observations.
One of the first requirem nts for monitoring water quality with a citizen science-based approach
is to have affordable instruments for the volunteer observers. In this sense, several examples based on
the development of new low-cost technologies have recently appeared for different kinds of optical
instruments related to water quality. For instance, a novel turbidity meter suitable for basic water
quality monitoring, which detects turbidity with range and precision similar to expensive commercial
instruments, is presented in [10] a cost effective in situ fluorometer is described in [11], or a signal
processing chain to process the fluorescence spectra of marine organisms for taxonomic discrimination
for low-cost instruments is introduced in [12]. However, none of these techniques are specifically
designed to estimate Kd.
In this paper, we present the design of the KdUINO, a low-cost moored system that measures
downwelling irradiance at different depths with Kd as an output parameter. Data-acquisition is based
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on an open-source hardware platform (Arduino, [13]) that controls and stores the data obtained
from several quasi-digital optical sensors placed at different depths. Some post-processing analysis
allows to retrieve the Kd parameter by using the relative irradiance values obtained from the different
sensors. In addition, the choice of quasi-digital sensors (light-frequency converters) and instrumental
design minimizes the measurement errors. Using a suitable averaging process, the KdUINO can
provide reliable measurements even in the first metres of the water column, where Kd estimations are
usually discarded as they are affected by the focusing and defocusing of direct sunlight after different
refractions of the sun rays on the water surface [14].
The simple structure of the system combined with the low-cost electronics (under 100 US
dollars) converts this instrument into a suitable Do-It-Yourself (DIY) tool available for a citizen
science-based water quality monitoring. The instrument is available as well for research laboratories
and environmental monitoring companies with the need of cost-effective Kd estimations with high
spatial and temporal resolution.
The KdUINO is thus an appropriate instrument to overcome the weaknesses of existing in situ
instrumentation and to cover the gap of temporal coverage left by satellite data. The construction of the
KdUINO system and, details of the sensors, along with their optical characterization and performance
are described below. The validation of the buoy with commercial instruments is also presented.
2. Design and Manufacturing of the KdUINO
The design of the KdUINO has been made as simple as possible in order to allow its
implementation by scientists or volunteers with only basic electronic skills. This section describes the
principles the KdUINO is based on and details the different steps of its design.
2.1. KdUINO Principles
The Beer-Lambert Law relates the absorption of light to the properties of the medium through
which the light is traveling. In particular, when applied to a liquid medium, it states that the light
intensity decreases exponentially as a function of depth which is mathematically written as:
E2 “ E1e´Kd∆z (1)
where E2 is the irradiance of the light at depth z2, E1 is the irradiance of the light at depth z1, and
∆z “ z2 ´ z1 is the difference of depth in metres. E1 and E2 are wavelength dependent, but, here and
in the rest of the manuscript, its dependence is dropped for simplicity. Therefore, Kd is calculated as
the slope of the straight line obtained by applying the natural logarithm on Equation (1):
ln E2 “ ´Kd∆z` ln pE1q (2)
If E1 is the irradiance of the light very near the surface (i.e., at z1 „ 0), it is possible to extract the
irradiance of the light at any depth zi in the water column as follows:
ln Ei “ ´Kd∆z` constant (3)
where constant “ ln pE1q.
Thus, in order to estimate Kd, the KdUINO measures the light intensity at several depths in the
water column using several low-cost sensors. As illustrated in Figure 1, using the linear regression of
a set of such measurements, Kd is easily retrieved as the negative of the slope of the linear regression.
To get a robust estimation of the attenuation coefficient, the KdUINO works as follows: it saves the
measurements in an internal memory; a quick analysis of the data provides information on the trend
of Kd. In the event of an outlier, if it has a low coefficient of determination, it is noted as “erroneous
data”. The coefficient of determination of the linear regression (r2) is used to indicate how well the
data of the KdUINO fits to the line with a slope of ´Kd. A threshold is chosen for r2 and data which
correspond to a lower value are rejected. When the KdUINO is used in the laboratory or in lakes with
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no waves, the selected threshold for r2 is of around r2 > 0.95 but in the sea, due to the waves and the
continuous movement of the buoy, the threshold has to be lowered to around r2 > 0.75. Lower values
of r2 can be due to the malfunction of one of the sensors or to measurements in layers with different
transparency (for instance, above and below a thermocline). In case of damaged sensors, the software,
provided in the supplementary material, automatically discards its measurements and the estimation
of Kd is carried out with the remaining sensors (as long as the number of remaining sensors is greater
than or equal to three). If sensors are placed in different transparency layers, users can estimate Kd
with the same methodology in each layer separately as long as there are three sensors in each layer.
Although the KdUINO does not need absolute calibration to calculate Kd, Equation (3), the sensors do
need to be inter-calibrated, as explained in Section 4.
2.2. KdUINO Components
The design of the buoy follows the concept of DIY technology, with inexpensive and easy-to-use
components. Figure 2 presents a general schema of the different electronic parts of the KdUINO.
A limited number of sensors (minimum three, maximum six) are used to measure the subsurface
irradiance and the microcontroller receives the data from the sensors and stores it in the memory.
Included in the system is a real time clock (RTC) to establish the measurement time.
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Besides the electronics, silicon paste, a bottle and boxes to house the electronics are needed.  
Table 1 lists the prices of all the components needed to make the instrument. Taxes, shipping and 
handling costs are not included. Figure 3 illustrates all the necessary components priced in Table 1. 
Table 1. Supplies including prices in US dollars (2015) to build a KdUINO. 
Component Source Price Per Unit
1 × Arduino MEGA 2560 R3 [13] www.aliexpress.com $9.80 
4 × TSL230RP [15] 
www.es.rs-online.com  
(store ref. 642–4395) 
$3.31 
4 × 100nF Capacitor 
www.es.rs-online.com  
(store ref. 699–4891) 
$0.44 
4 × 8 pin SOIC to DIP8 Adapter www.aliexpress.com $0.08 
132 mL × Synolite and catalyst www.drogueriaboter.es $19.72 (1 L) 
6.4 m × Industrial cable, 3 cores 
www.es.rs-online.com  
(store ref. 168–0146) 
$1.45/m 
4 × Polyester transparent box  
(29 mm × 29 mm × 15 mm) 
www.servicioestacion.es $0.63 
1 × Data Logger Module Logging Recorder Shield 
V1.0 (Earl, Adafruit Data Logger Shield, 2015) www.aliexpress.com $5.45 
1 × 9 V Battery button power plug for Arduino www.aliexpress.com $2.35 (2 units) 
1 × SD memory card (8 GBytes) www.aliexpress.com $5.63 
1 × Hermetic bottle www.servicioestacion.es $6 
Figure 2. Basic electronic schema.
Besides the electronics, silicon paste, a bottle and boxes to house the electronics are needed. Table 1
lists the prices of all the components needed to make the instrument. Taxes, shipping and handling
costs are not included. Figure 3 illustrates all the ecess ry components priced in Table 1.
Table 1. S pplies including prices in US dollars (2015) to build a KdUINO.
Component Source Price Per Unit
1 ˆ Arduino MEGA 2560 R3 [13] www.aliexpress.com $9.80
4 ˆ TSL230RP [15] ww.es.rs-online.com(store ref. 642–4395) $3.31
4 ˆ 100 nF Capacitor www.es.rs-online.com(store ref. 699–4891) $0.44
4 ˆ 8 pin SOIC to DIP8 Adapter ww.aliexpress.com $0.08
132 mL ˆ Syn lite and catalyst w.drogueriaboter.es $19.72 (1 L)
6.4 m ˆ Industrial cable, 3 cores www.es.rs-online.com(store ref. 168–0146) $1.45/m
4 ˆ Polyester transparent box
(29 mm ˆ 29 mm ˆ 15 mm) www.servicioestacion.es $0.63
1 ˆ Data Logger Module Logging Recorder Shield
V1.0 (Earl, Adafruit Data Logger Shield, 2015) www.aliexpress.com $5.45
1 ˆ 9 V Battery button power plug for Arduino www.aliexpress.com $2.35 (2 units)
1 ˆ SD memory card (8 GBytes) www.aliexpress.com $5.63
1 ˆ Hermetic bottle www.servicioestacion.es $6
4 ˆ Cable Gland Nylon 66, IP68, M12 ˆ 1.25 www.es.rs-online.com(store ref. 669–4654) $3.47 (5 units)
Total in US dollars $60.57
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and the date and time obtained from the RTC are stored in the SD memory card with the name of 
“datalog.txt”. This process is continuously performed while the electronics are switched on. The 
firmware, provided in the supplementary material as “KdUINO_Sensors.ino”, has been developed 
using the programming framework Wiring with the Arduino IDE v1.5.8. The code needs the 
additional open-source libraries “SD-master” and “RTClib-master” for the management of the 
system data logger. They can be downloaded from the web page of the manufacturer [16]. 
To determine Kd, the calibration (see Section 4) and data files from the SD card must be 
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(c) 8 pin SOIC to DIP8 Adapter; (d) SD memory card; (e) TSL230RP; (f) Polyester transparent box;
(g) Data Logger Module Logging Recorder Shield V1.0; (h) Arduino MEGA 2560 R3; (i) Industrial cable,
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Figure 4 shows the whole KdUINO after being implemented inside a transparent vertical tube
with water. Electronics are inside the plastic bottle and the four light sensors were attached to a PVC
pipe to control their position and orientation in the water column (see laboratory set-up of Figure 4).
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2.3. KdUINO Fir w re and Software
A firmware is used with the microcontroller Ardu no Mega to count the numb r pulses received
from each s nsor during a fixed pe iod of time. Then, the number of pulses of eac sensor and the
date and time obtained from the RTC are stored in t e SD memory card with the name of “datalog.txt”.
This process is c ntinuously performed while the electronics are switched on. The firmware, provided
in the supplementary material as “KdUINO_Sensors.ino”, has b en developed using the programming
framework Wiring with the Arduino IDE v1.5.8. The code needs the additional open-source libraries
“SD-master” and “RTClib-master” for the management of the system data logger. They can be
downloaded from the web page of the manufacturer [16].
To etermine Kd, t e calibration (see Section 4) a d data files fr m the SD card must be
downloaded to a computer. This information is post-processed ith a software code dev loped
under Python v2.7. The code first computes the calibration factor (see Section 4) and applies it to all the
measured values. Finally, the code uses the Beer-Lambert Law Equation (3) and the linear regression to
obtain Kd. The software, which can be found in the supplementary material as “KdUINO_analysis.py”,
uses the open-source libraries “numpy” [17], “matplotlib” [18] and “scipy” [19].
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2.4. Building of A KdUINO
The manufacturing of the KdUINO is divided in two parts; (1) assembly of the light sensors and
(2) connections.
2.4.1. Implementation of the Light Sensors
The light sensors used in the KdUINO are so-called quasi digital-optical sensors and convert light
intensity into a frequency signal (square waves). This makes the direct use of the digital ports of the
microcontroller possible, avoiding any analog-to-digital converters. Light-to-frequency converters
have an additional advantage: they allow long time integrated measurements by simply counting the
number of pulses, hence obtaining an average from several seconds to minutes. Large time integrations
are important to mitigate light variability in the water column caused by the surface wave effect and
to correctly estimate the water transparency [14]. This type of sensors has thus been chosen and, in
particular, the TSL230RP [15], because of its low cost, linearity and easy operation.
The TAOS light sensor has four configuration pins (S0, S1, S2 and S3), which allows configuring
the reception sensitivity and the scaling of the output frequency (see datasheet TSL230RP [15]).
The sensitivity configuration of the sensor must be modified according to the amount of light intensity
that users need to measure. The output frequency can be scaled by (i.e., divided by) 1, 2, 10 or 100
depending on the users’ configuration. The measurements obtained in several experiments have
determined that the optimal configuration for using the sensors in coastal waters is:
‚ S0 = 0, S1 = 1: Configuration of the sensor’s sensitivity at middle level.
‚ S2 = 1, S3 = 1: Configuration of the output frequency scaling at 100.
Figure 5a shows the pin configuration of the sensor’s integrated circuit. Pins 4 (GND) and 5 (VCC)
are interconnected through a 100 nF capacitor. Pins 2 (S1), 7 (S3) and 8 (S2) are connected to pin 5
(VCC). Pin 1 and 3 (!OE) are connected to pin 4 (GND). A small green eight pin SOIC to DIP8 Adapter
Prototype Circuit Board (PCB) was used to solder the sensor and its connections.
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Figure 5. (a) Electrical schema of the light sensor; (b) Position of the sensor in transparent polyester box.
Once the sensor soldered, it is placed in a transparent polyester box, as seen in Figure 3b.
The position of the sensor inside the box should respect the following considerations:
‚ The sensor must point to the base of the box.
‚ be placed par ll l to the base of the box.
‚ t l at the center of the box.
One way to fulfill these requirements is to glue the sensor to a small methacrylate stick which is
in turn glued to the box, se Fig re 3b.
2.4.2. Connection of the Sensor to the Cable
Once the sensors have been placed in their transparent polyester boxes, the VCC wire is soldered
to pin 5, the GND wire to pin 4 and the data wire to pin 6 (with the other end connected to the
Sensors 2016, 16, 373 7 of 15
microcontroller external interruption port). Finally, after checking the sensor’s performance, some
Synolite resin is poured into the box completely covering the sensor and cable’s junctions and making
them fully waterproof. Once the resin has dried, a black tape is used to cover the sides and the top of
the box (i.e., the opposite side of optical sensor’s orientation), Figure 6, so the light only enters into the
sensor’s box through its base.
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which includes an RTC to know the date and time of the instrument measurements and an SD 
memory card adapter that allows saving the data in an SD card. This board is plugged on the 
Arduino main board. 
Figure 7 shows the connections of all the electronic devices of the KdUINO, with the Data 
Logging Shield plugged on top of the Arduino Mega board. The light sensors are connected to 
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The Arduino board is powered by a 9-Volt battery which is enough to make the electronics work 
for about 6 h and 20 min. More powerful batteries can be used if necessary. The Arduino Mega and 
the Data Logger Shield are placed in the hermetic plastic bottle (see Figure 4). Sensors are outside the 
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2.4.3. Connection of Electronics
The core of the buoy is an Arduino board, a platform commonly used in DIY technology projects
(it is open-source and open-hardware). The Arduino systems provide some sets of digital and analog
I/O pins that can be interfaced to various extension boards or se sors, a microcontroller an serial
communicati n interfac s to load th firmware. Among the different possibilities, the model boards
needed to develop the KdUINO are:
‚ The Arduino board model Mega (Arduino), because it is the only one with six external interruption
pins to connect the optical sensors.
‚ The Data Logging Shield V1.0 preassembled board (Earl, Adafruit Data Logger Shield, 2015),
which includes an RTC to know the date and time of the instrument measurements and an SD
memory card adapter that allows saving the data in an SD card. This board is plugged on the
Arduino main board.
Figure 7 shows the connections of all the electronic devices of the KdUINO, with the Data Logging
Shield plugged on top of the Arduino Mega board. The light sensors are connected to different pins of
the Arduino Mega (D3, D2, D18 and D19 for a four-sensor buoy; if it is extended to six sensors, D2 and
D3 should be used as well) using special waterproof cables. Finally, an SD memory card and a CR1220
button battery are placed in the specific adapters of the Data Logging Shield.Sensors 2016, 16, 373 8 of 15 
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The setup of Figure 8 was firstly used to obtain the spectral response of the sensors. For these 
measurements, the TLS230RP sensors in Synolyte capsules were fixed pointing to the light beam 
generated by the quartz-halogen lamp. Using the Zeiss spectral monochromatic filters, 
measurements were performed between 350 and 950 nm in steps of 50 nm and using an average of 
ten seconds per measurement. In this case, the angle between the sensors and the light beam staid 
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The same setup, this time without the Zeiss spectral monochromatic filter, was secondly used to 
characterize the new directivity of the optical sensors. For this setup, the angle of the TLS230RP 
i . ti f , t . .
Sensors 2016, 16, 373 8 of 15
The Arduino board is powered by a 9-Volt battery which is enough to make the electronics work
for about 6 h and 20 min. More powerful batteries can be used if necessary. The Arduino Mega and
the Data Logger Shield are placed in the hermetic plastic bottle (see Figure 4). Sensors are outside
the bottle but connected to the Arduino Mega with cables. Holes are made in the hermetic bottle to
pass the sensor cables, and must be carefully sealed with silicone to prevent water dripping inside
the bottle.
3. Characterization of the Sensors
In underwater optical measurements two kinds of irradiance collectors are used, scalar and
cosine. The cosine detector proposed here is a vector irradiance sensor with a directional response
proportional to the cosine of the relative zenith angle of incidence, usually with the shape of a button.
The cosine irradiance is abbreviated as Ed or Eu for downwelling or upwelling orientations respectively.
As Kd must be obtained from Ed measurements, the KdUINO sensors can only be implemented using
cosine detectors.
The TAOS TLS230RP light sensor, used in the KdUINO buoy, has a spectral range which is
accurately known, provided by the manufacturer [15]. However, because the light sensor is fully
encapsulated in Synolyte to make it waterproof, a re-characterization is necessary. The characterization
setup and measurement results are described below.
3.1. Darkroom Setup
The measurements of the TLS230RP sensors placed in Synolyte capsules were performed in
a darkroom laboratory equipped with a Horizontal quartz-halogen standard lamp, a Zeiss spectral
monochromator, two spherical lenses and a mechanical platform to install the sensors at a desired
angle with respect to the light beam (see Figure 8).
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The setup of Figure 8 as firstly used to obtain the spectral response of the sensors. For these
easure ents, the TLS230RP sensors in Synolyte capsules ere fixed pointing to the light bea
generated by the quartz-halogen lamp. Using the Zeiss spectral monochromatic filters, easurements
were performed between 350 and 950 nm in steps of 50 nm and using an average of ten seconds per
measurement. In this case, the angle between the sensors and the light beam staid constant at 0˝.
The same setup, this time without the Zeiss spectral monochromatic filter, was secondly used to
characterize the new directivity of the optical sensors. For this setup, the angle of the TLS230RP sensors
with respect to the light beam was increased from 0˝ to 90˝ in steps of 10˝, and each measurement was
obtained again using a 10 s average.
3.1.1. Spectral Characterization
Figure 9 shows the spectral response of the three different sensors. Although slightly different
amounts of Synolite were present over each sensor due to imperfect implementations, a similar
spectral sensitivity was obtained in the three cases. As can be seen in Figure 9, their behavior is also
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equivalent to a non-encapsulated sensor. The measurements indicate that the sensors are able to detect
wavelengths between 350 nm and 950 nm, with a maximum sensitivity around 800 nm. The largest
differences were found at 500 and 850 nm. Again, these results are similar to the spectral response of
the TLS230RP provided by the manufacturer [15], showing that the Synolite capsule has little effect on
their optical performance. It must be noted that the sensitivity curve is not constant in the traditional
Photosynthetically Active Radiation (PAR) region (400 to 700 nm) and, besides, it extends into the
near infrared region. However, water presents a strong light attenuation in the whole Infra-Red
(IR) range [20] and a high attenuation over the blue wavelengths. The combination of this natural
effect with the sensor’s sensitivity curve generates the approximate response of a PAR region filter,
smoothing the spectral response shape between 400 and 700 nm and filtering the contribution beyond
this bandwidth (i.e., between 350–400 nm and 700–900 nm). Therefore, the estimations of Kd obtained
from measurements with the KdUINO are strongly related to the integrated PAR values. Furthermore,
applying Equation (4), the correlation is even better. In some very specific cases, like in very turbid
water conditions, the correlation with Kd PAR could be lower because of the increase of Kd in the band
of NIR. Adding an NIR block filter on top of the transparent box of the sensor, the error caused by
this effect would be reduced. However, in all the measurements we made (see Section 5.2 below), we
did not detect any non-negligible error affecting the correlation with Kd PAR. In the following, Kd will
stand for Kd PAR.
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To conclude this section, the analysis of directivity and spectral range results indicate that the
performance of the TLS230RP sensors with and without the Synolite capsule is very similar, so the
encapsulated sensors can indeed be used for Kd estimations.
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Figure 10. Comparison of measurements obtained with three different TLS230RP sensors encapsulated
in Synolite and the ideal response of a cosine collector.
4. Calibration of Sensors
As already noted above, Kd is computed using relative measurements from the sensors placed
at different depths in the water column, i.e., it is not necessary to know the actual value of the light
intensity at each poi t in the water column, but only t e relative decrease of on sensor value with
respect to the sensor above. It is ther fore essential that all th sensors provide exactly the same
frequency value when measuring the same light int nsity. However, due to an bsolute frequency
tolerance of ˘20% from the manufacturing procedure of the TSL230RD [15] and to a possible slight
difference in their position and orientation in the transparent polyester box, different sensors under the
same measuring conditions provide different measurement results by default. In order to compensate
such differences, they must be calibrated. The calibration consists in measuring the same light intensity
during the same period of time simultaneously using all the sensors of a single buoy and then
compensate the difference as follows: the sensor with the highest measurement value is taken as the
reference sensor. A multiplying factor is then computed for the other sensors to get the same intensity
value as th one obtained by the reference sensor under the same co ditions.
The firmwar of the Ardui o Mega that performs the calibrati n of the sensors (found in the
supplementary material as “KdUINO_calibration.ino”) counts the number of pulses provided by each
optical sensor in one minute. The number of pulses of each sensor is saved in the SD memory card.
Figure 11 shows an example of the process for the sensor calibration using the firmware. After placing
the four sensors facing the sun, and thus, receiving the same light intensity, each sensor provides
a measurement value different from the other three. In this case, since sensor 2 presents the highest
value (94), it is taken as the reference sensor. The value of each sensor is then scaled according the
reference sensor value. For sensor 1, the calibration factor i 1.06; for sensor 3 it is 1.21; and for sensor 4
it is 1.17. So for all succeeding mea urements, the values obtained with the diff ent rs will be
compensated by these calibration factors which will be stored in the SD memory card.Sensors 2016, 16, 373 11 of 15 
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The calibration should be done every time that the user changes or adds a new sensor. It is also
recommended to recalibrate the sensors from time to time, for example, whenever the sensors are
cleaned to avoid the biofouling. It is important to note that sensors must not be placed under a shadow,
neither for the calibration nor for the real measurements.
The calibration factors are included in the processing code that estimates Kd. After calibration, the
KdUINO is ready for use. Operators should place each sensor at a different (known) depth with the
sensor looking up. Attention should be paid when placing the buoy in order to avoid overshadowing
any sensor. A rigid pipe or a stick can be useful to fix the sensors in the correct position, as shown in
Figure 4. The algorithm to calculate Kd needs as input the operating water depth of each optical sensor
in metres, therefore, users must manually measure these distances and include the operating water
depth values of each sensor in the processing code.
5. Experimental Measurements
In this section the validation measurements of the KdUINO are presented by comparing its results
with ones obtained with classical oceanographic instruments. An experiment of construction and use
by laymen is also explained.
5.1. Validation of KdUINO Measurements of Kd PAR in Laboratory Conditions
In order to validate the KdUINO measurements, the Kd PAR estimated from the analysis of its
measured data was compared with the Kd PAR obtained using commercial scientific instruments
as the PRR-800 [21] and the RAMSES-ACC-VIS [22]. The PRR-800 is a high resolution profiling
reflectance radiometer and its cost is over 30,000 US dollars. The RAMSES-ACC-VIS is a stand-alone
highly integrated hyperspectral radiometer for the UV and/or VIS spectral range and its cost is over
10,000 US dollars. Both can measure the irradiance of the light at several wavelengths and can also
estimate the PAR.
5.1.1. Setup
A first set of measurements was made using the RAMSES and the KdUINO in an experimental
tank of 3 m depth placed in a laboratory. Two different lamps were used to simulate different kind of
sun radiation. Figure 12 shows the spectra response of the two radiation lamps. As can be observed,
the main difference is that the second lamp has an important emission in the infrared region while the
first lamp has almost no emission above 800 nm.
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several irradiation measurements were taken at each depth of the water column. Then, an average
of the measurements at each depth was calculated in order to minimize the possible variation of
light detected by the sensors produced by the surface waves. In order to compare the results of the
commercial oceanographic instruments and the KdUINOs, different KdUINOs have been used during
the experimental measurements.
5.1.2. Measurement Results
Figure 13a compares the estimation of Kd PAR obtained using the oceanographic radiometers and
the KdUINO. The plots combine the tank and the field measurements realized with several KdUINOs
and various reference instruments. A strong linear relationship can be seen between the estimations of
the different KdUINO measurements and those of the reference instruments (Figure 13a). The linear
regression produces a line with a slope of 0.964, and a y-intercept of´0.2 with r2 of 0.96. The initial bias
observed in this plot can be associated with the fact that the spectral response of the KdUINO sensors
(Figure 9) has not been corrected to estimate PAR (a normal procedure in commercial instruments).
This bias can be easily compensated by applying the linear transformation shown in Equation (4),
where the coefficients were derived from the initial comparison (Figure 13a). Figure 13b compares
the corrected estimations of Kd, based on KdUINO measurements, with the ones of the commercial
radiometers, showing the final unbiased linear agreement:
Kd pcorrectedq “ 0.964Kd poriginalq ´ 0.203 (4)
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Figure 13. (a) Comparison of Kd results derived from commercial instruments: the hyper-spectral
RAMSES radiometer and the PRR-800, and the KdUINO; (b) Same comparison after spectral response
compensation of the original KdUINO measurements (see text).
5.2. Testing DIY Construction and Deployment under Field Conditions
In order to validate the overall concept of KdUINO as a DIY citizen science instrument, several
workshops were offered in high schools to test if students were able to build the buoys on their
own, following the step-by-step tutorials developed for this purpose. Figure 14 illustrates the strong
motivation of all the volunteers who were able to construct the KdUINOs. At the end of the workshops,
two different locations were selected to test the buoys, one in Barcelona and the other one in Alfacs
Bay (in the Ebro delta, Spain). Alfacs Bay area is much richer in phytoplankton than the rest of the
Catalan coast (including the Barcelona beach), so the transparency of the water is usually lower than
in the other zones. Consequently, Kd in Alfacs Bay is usually higher than in the Barcelona beach.
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Figure 14. Students from Sant Carles de la Rapita (a) and Mollet (b) building their own KdUINOs.
The results presented in Figure 15 show the Kd values obtained with the different buoys built
by the students. The obtained Kd estimations are in coherence with the expected values, taking as
a reference the ranges of chlorophyll concentrations previously recorded in both sites at those particular
months [23,24]. Although further field test are obviously necessary, these preliminary experiments are
sufficient to demonstrate the goal of the present study: the proof of concept that the buoy is a device
that can be built by volunteers (i.e., it is a real DIY instrument), and that may provide, at the same time,
valuable field data.
Sensors 2016, 16, 373 13 of 15 
 
 
(a) ( ) 
Fig re 14. St ents fro  Sant arles e la a ita (a) an  ol et ( ) b il ing their o n I s. 
e res lts rese te  i  i re 15 s  t e d al es tai e  it  t e iffere t s ilt  
t e st e ts. e tai e  d esti ati s are i  c ere ce it  t e ex ecte  al es, ta i  as a 
refere ce t e ra es f c l r ll c ce trati s re i sl  rec r e  i  t  sites at t se 
artic lar t s [23,24]. lt  f rt er fiel  test are i sl  ecessar , t ese reli i ar  
ex eri e ts are s fficie t t  e strate t e al f t e rese t st : t e r f f c ce t t at t e 
 is a e ice t at ca  e ilt  l teers (i.e., it is a real I  i str e t), a  t at a  r i e, 
at t e sa e ti e, al a le fiel  ata. 
 
Fig re 15. es lts of the analysis of ata in the arcelona beach an  the lfacs ay, ata in sq are 
brackets corres on  to the chloro hyl  concentration ranges recor e  in revio s st ies [23,24]. It 
can be seen that higher levels of chloro hyl  concentration lea  to higher atten ation coefficient. 
6. cl si s 
is st  rese ts a l -c st I   t  eas re t e iff se atte ati  c efficie t d f  
t at ca  e easil  asse le   citize s. e  c sists f s e asi i ital- tical li t se s rs 
t  c llect t e ata a  a  electr ic latf r  it  a eal i e l c  a  a  S  e r  car  t  sa e 
t e ata a  t e ti e e  t e ata as ee  ta e . Si ce t e I  as ee  esi e  t  e 
si le a  lar, tical se s rs ca  e a e  r extracte  e e i   t e a licati  a  t e 
c r ise et ee  t e rice, t e si licit  a  t e se, c si eri  t at at least t ree tical 
se s rs are ee e  t  r erl  esti ate d. 
I  t is a er, t e tical se s rs se  f r I  ere s ectrall  a  irecti all  
c aracterize  a  s e tests a e r e  t at t e  s ste  e erate  satisfact r  res lts, i.e., 
c ara le it  res lts tai e  fr  r fessi al ra i eters. 
e se  li t i te sit -t -fre e c  c erter se s rs a e t e a ilit  t  erf r  lar e ti e 
i te rati s, ic  is i rta t t  a era e li t aria ilit  i  t e sea ca se   t e s rface a e 
effects. 
Figure 15. Results of the analysis of data in the Barcelona beach and the Alfacs Bay, data in square
brackets correspond to the chlorophyll concentration ranges recorded in previous studies [23,24]. It can
be seen that higher levels of chlorophyll concentration lead to higher attenuation coefficient.
6. Conclusions
This study presents a low-cost DIY buoy to measure the diffuse attenuation coefficient Kd of
PAR that can be easily assembled by citizens. The buoy consists of some quasi digital-optical light
sensors to collect the data and an electronic platform with a Real Time Clock and an SD memory card
to save the data and the time when the data has been taken. Since the KdUINO has been designed to
be simple and modular, optical sensors can be added or extracted depending on the application and
the compromise between the price, the simplicity and the use, considering that at least three optical
sensors are needed to properly estimate Kd.
In this paper, the optical sensors used for KdUINO were spectrally and directionally characterized
and some tests have proven that the buoy system generated satisfactory results, i.e., comparable with
results obtained from professional radiometers.
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The used light intensity-to-frequency converter sensors have the ability to perform large time
integrations, which is important to average light variability in the sea caused by the surface
wave effects.
The price of a KdUINO is around 100 US dollars, at least 10 times less than a classical PAR
instrument, so for a fixed budget, a much denser spatio-temporal coverage of areas of interest is
possible. This allows a high quality water monitoring of coastal waters, lakes and estuaries, taking
into account the big variability in space and time of the water transparency in these areas. The field
results obtained in the proof of concept experiment were satisfactory. With this first achievement, it is
now possible to start designing new field experiments to evaluate the full potential of the KdUINO in
retrieving water quality derived parameters.
Supplementary Materials: The Arduino Firmware, the Python code for data analysis and some examples of files
generated with a KdUINO are available online at http://www.mdpi.com/1424-8220/16/3/373/s1.
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